Electrical stimulation of smooth muscle strips from the urinary bladder of the pig by Mastrigt, R. (Ron) van & Glerum, J.J. (Jacobus)
ELECTRICAL STIMULATION OF SMOOTH MUSCLE 
STRIPS FROM THE URINARY BLADDER OF THE PIG 
R van Mastrigt and J.J. Glerum 
ABSTRACT 
Strsps of smooth muscle fmm pig urinary bladders were electrically 
stimulated to contract Stimulation parameters and conditions were 
optimized so as to obtain a maximum number of isometti contractions 
with maximal force. It was found that the contractions could be described 
mathematically by a simple model In the model there is a constant 
probability for cells to pass from the non-contractile to the contractile state 
during stimulation; this leads to a linearly decreasing phase plot (a plot of 
the rate of rise of a variable as a function of the variable) for the force. 
‘Activation’ of the cells is described by a physical step finction Isometric 
contractions were thus charactetited by a set of three parameters: U, the 
time derivative of the force, extrapolated to zero force, F,, the value of the 
isometric force which is approached asymptotically after infinitely long 
periods of stimulation a d 1, the activation time. The sensitivity of these 
three parameters to variation of the stimulus parameters was investigated 
It was found that the parameter (I was consistently correlated with the 
stimulus parameters, suggesting that this parameter can be used to 
describe the effectiveness of electrical stimulation of such strips. 
Keywords: muscles, electrical stimulation, contractility, mathematical model, phase plot, isometric contractions. 
INTRODUCTION 
Considerable interest exists in the contractile 
properties of the urinary bladder’-‘*. In existing 
methods of clinically determining bladder contrac- 
tilit),2~5~8~‘o the HiIll model for contracting muscle 
is used, with the assumption that the model holds 
during the entire contraction. Thus the muscle is 
assumed to be fully active right from the start of 
stimulation and to remain so during the entire 
contraction. From clinical measurements it is clear 
that this is not a valid assumption, and that the 
degree of stimulation or activation of the muscle 
not only builds up in a distinct time interval but 
may also vary significantly during a contractionlo. 
Moreover, in measurements in vitro of isometric 
contractions in electrically stimulated strips from 
pig bladders314y9 it was found that these prepara- 
tions not only deteriorated very rapidly, but that 
the measured isometric forces were low compared 
with the values published for other smooth 
muscles14. 
Finally, there is clinical interest in the electrical 
stimulation of the detrusor muscle in patients15-18. 
For these reasons the present study of electrical 
stimulation in vitro of pig bladder strips was 
undertaken. Its purpose was to optimize the sti- 
mulation parameters and conditions, to model 
isometric contractions, and to derive parameters 
which describe the effectiveness of the stimulation. 
METHODS 
Experiments were performed on urinary bladders 
from male and female pigs which had been sacri- 
ficed after being used for cardiac research. The 
bladders were removed at the time of death or 
shortly after, and immediately immersed in cooled 
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metabolic fluid (see below). In the cardiac experi- 
ments, various drugs, including Ca-antagonists and 
beta-blockers, had been administered, sometimes 
in very large doses, so that an influence on the 
smooth musculature of the bladder could not be 
excluded. From each bladder a strip of about 
15 x 30 mm was excised, with the same orientation, 
and the tissue volume was determined by weighing 
it in air and in water. The strip was mounted 
between clamps with penetrating pins19, the lower 
clamp being fixed near the bottom of a container, 
and the upper one connected to a Grass FTOSC 
force transducer (set to a full range of 10 N), which 
could be moved vertically in order to change the 
length of the strip. The initial length was set to 
yield a passive force of approximately 0.1 N and 
during stimulation, the length of the strip was kept 
constant. The signal from the force transducer was 
amplified with a standard strain gauge amplifier 
and recorded on a strip chart recorder. Strips were 
stimulated to contract electrically by field stimula- 
tion, using two platinum electrodes of 20 x 30 mm, 
placed about 20 mm apart with one on each side 
of the strip. The overall resistance was of the order 
of 100 s1. The stimulation signal was obtained 
from a Kepco operational power supply/amplifier, 
a standard pulse generator and a specially made 
pulse converter. The voltage, frequency and dura- 
tion of the pulses and the total duration of 
stimulation, could be varied. 
In order to avoid electrolysis of the metabolic fluid, 
bidirectional pulse stimulation was used. The 
special converter inverted every second pulse, so 
that positive and negative pulses alternated. The 
voltage level between the pulses was zero. 
Two series of measurements were performed: 
In the first series, a modified Krebs solution of the 
following composition was used*O: Na+ 137; 
Ca*+ 2.5; K+ 5.9; Mg’+ 1.2; Cl- 134; H2P04- 1.2; 
HCO,- 15.5; glucose 11.5 mMol/l. The fluid was 
kept at 37°C and aerated with 95% 0, and 5% CO*. 
Its pH was often rather low (7.0-7.2). In these 
experiments the maximum active force obtained 
during stimulation i.e. the increase in force above 
the passive baseline, was measured on the paper 
chart and processed manually. 
In the second series another modified Krebs 
solutioi?’ closer to the original Krebsso 
solution was used, with the following composition 
in mMol/k Na+ 143; Ca*+ 1.9; K+ 5.9; M$+ 1.18; 
Cl- 126.5; SO:- 1.18; H2P04- 1.2; HC03- 25.01; 
glucose 11. The pH of this fluid, when saturated 
with the same gas mixture, varied between 7.40 
and 7.45. In this second series, the force signal was 
sampled by a Texas Instruments 980B digital com- 
puter at a sample rate of 10 Hz. Force recordings 
of 25 s duration were stored on disc, together with 
the times at which the stimulation was switched on 
and off and the values of the stimulation 
parameters. 
Measurements were performed on a total of 37 
strips, 18 in the first series and 19 in the second. 
On average, 55 contractions were measured on a 
strip. Except where explicitly stated, strips were 
stimulated at five minute intervals. In each series of 
measurements on one strip, one (or sometimes 
more) stimulation parameter was systematically 
varied to investigate its influence on the contraction 
parameters. Except where explicitly stated, an 
alternating measurement order was used, i.e. a 
high parameter value, followed by a low value, 
then the next highest, and so on. To correct for 
spontaneous changes in contraction parameters 
due to the elapse of time, a correction 
contraction with a standard set of stimulation 
parameters preceded every measurement, so that 
correction and measurement contractions 
alternated. In each measurement, in the first series, 
the measured maximum active force was corrected 
by multiplying by a factor FJF,.,, where F,,_l was 
the value of the maximum active force in the 
preceding correction measurement and FI was its 
value in the first correction measurement. When 
the dependence on the length of the strip was 
investigated, the length was not alternated but was 
continually increased. In order to avoid very large 
length changes, the role of the first correction 
measurement was taken over by a subsequent, 
corrected measurement, made at a greater length, 
after every five or ten measurements. Using the 
corrected data, Spearman’s rank correlation 
coefficients were calculated in order to reveal any 
dependence of the contraction parameters on time 
or the stimulation parameters. In case of the length 
dependence of the contraction parameters, 
correlation coefficients were calculated for the 
rising phase of the bi-phasic curves only. 
DATA ANALYSIS METHODS 
The contraction recordings stored on disc were 
processed in the following way: For each 
measurement, the passive force was determined as 
the average force level just before stimulation, and 
subtracted from the measured force to yield active 
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force. The derivative of this force, filtered by 
adding to each data point the three preceding and 
the three subsequent samples and dividing by 
seven, was plotted as a function of active force, to 
yield a phase plot To a part of each plot (see 
Results) a straight line was fitted using a least 
squares fitting technique: 
dFldt = c,(F - Fis,) 
where F = measured force 
t = time 
Cl = gradient 
Fi,, = intercept of line on force axis 
(1) 
Fiso is the isometric force which is approached 
asymptotically after infinitely long stimulation, as 
opposed to F,,,, the maximal active force actually 
attained during an isometric contraction. 
The intercept U of the fitted line on the dFldt axis 
is given by: 
U = - CleFis, (2) 
Having determined ci by fitting equation 1 to the 
phase plot, deviations from equation 1 at the 
beginning of the stimulation period were ascribed 
to variations in Fiso, which was therefore replaced 
by the activation A(t), defined as follows: 
A(t) = F - l/c,.dFldt (3) 
(For this operation the unfiltered dHdt data were 
used.) 
It was found that A(t) could be described 
mathematically by a physical step function (see 
Results) consisting of a steep ramp, up to a plateau, 
as follows: 
A(t) = tltl.Fi,, for t < t, 
A(t) = &so for t > t, (4) 
Each isometric contraction was thus described 
mathematically in terms of three parameters, Fiso, U 
and t,. 
The correction method applied in the first series of 
measurements to F,, was applied to all three 
parameters in this series. 
RESULTS 
Optimization of stimulus conditions, first series 
of measurements 
In three strips, the correction procedure was tested 
by alternately applying stimulation voltages of 10 V 
and 20 V, with the other stimulation parameters held 
constant (frequency = 20 Hz; pulse duration 
= 7 ms; stimulus duration = 2.5 s). The 
reproducibility of the quotient of the maximum 
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Figure 1 Maximum active contraction force, corrected for 
spontaneous decay using correction measurements at 20 V 
stimulus voltage, as a function of stimulus voltage. Repetition 
frequency 20 Hz, pulse duration 7 ms, duration of stimulation 
2.5 s. 
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Figure 2 Maximum active contraction force, corrected for 
spontaneous decay using correction measurements at 5 ms 
pulse duration, as a function of stimulus pulse duration. 
Stimulation voltage 20 V, repetition frequency 20 Hz, duration 
of stimulation 2.5 s. 
active forces at 20 V and 10 V was good: the 
coefficients of variation (standard deviation divided 
by average) of the quotients were 0.01, 0.04 and 
0.05. 
Five strips were used to establish the dependence 
of the force on the stimulation voltage. Figure I 
shows a typical plot of corrected active force as a 
function of stimulation voltage, all other para- 
meters remaining unchanged. In all five strips the 
force rose steeply at first and then less steeply, with 
increasing voltage. Since in every case the change 
of slope occurred at or below about 20 V, and 
since the impression was gained that the higher the 
stimulation voltage, the more rapidly the strip was 
exhausted, 20 V was chosen as the best compromise. 
In ten strips the dependence of the contractions on 
the frequency and duration of the pulses was 
investigated. It was found that at constant 
frequency the contraction force increased with 
increasing pulse duration, up to the point where 
the duty cycle was 50%, although again the curve 
flattened off after a steep initial rise, see Figure 2. At 
higher duty cycles, the curve is difficult to interpret 
because the bi-directional stimulation signal 
becomes gradually more similar to a mono- direc- 
tional stimulation signal of twice the voltage. As 
shown in Figure 3, at constant pulse duration (7 ms) 
the contraction force increases dramatically with 
pulse frequency up to the point where the pulse 
duration can no longer be kept constant. From 
data such as that shown in Figure 2 and 3 it was 
concluded that, with pulse duration set to the 
maximal duty cycle of 50%, the frequency 
dependence would also show a maximum at about 
100 Hz. We therefore chose 20 V, 100 Hz, 5 ms as 
the best compromise. 
In three strips, stimulated at 15 min intervals, the 
glucose content of the metabolic fluid was dkter- 
mined every hour; no significant decrease in 
glucose level was found. 
Mathematical modelling, second series of 
measurements 
Thpe different metabolic fluid with increased pH 
used in this series of measurements, caused a 
dramatic increase in the maximum contraction 
force. The average Fmax measured in the last five 
strips of the previous series was 0.42 N (standard 
deviation 0.31 N, n = 177) as compared to 2.18 N 
(standard deviation 0.57 N, n = 182) for the first 
five strips of this series. Figure 4 shows three 
superimposed phase plots from three contractions 
contraction force 
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Figure 3 Maximum active contraction force, corrected for 
spontaneous decay using correction measurements at 20 Hz 
repetition frequency, as a function of pulse repetition 
frequency. Stimulation voltage 20 V, duration of stimulation 
2.5 s. Pulse duration was 7 ms for frequencies lower than 100 Hz, 
and 5.2.5, 1 and 0.5 ms at 100, 200, 500 and 1000 Hz, 
respectively. 
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Figure 4 Three superimposed phase plots from three 
isometric contractions of one strip, stimulated with stimulation 
voltage 20 V, repetition rate 100 Hz, pulse duration 5 ms; 
duration of stimulation is 2.5 s (x), 4 s (0) or 6.5 s ( A ). 
Figure 5 Phase plot from strip stimulated for 4 s with 10 V, 
repetition rate 100 Hz, pulse duration 5 ms, with fitted straight 
line. The parameters estimated from this measurement are 
F InM = 1.65 N, F,,, = 2.79 N, U = 0.62 N/s. 
Figure 6 Activation as a function of time, calculated from the 
data in Fig 5 with fitted physical step function. The parameter 
t, is estimated as 0.88 s. 
Contraction of muscle: R. van Mastrigt and JJ. &rum 
measured on one strip. In each case the stimulus 
parameters were 20 V, 100 Hz, 5 ms, but the sti- 
mulation durations were 2.5, 4.0 and 6.5 s respec- 
tively. It can be seen that all three contractions 
follow the same rising course, and then begin to 
follow the same linearly decreasing courseZ 123. 
Deviation from the straight line begins to occur 
when the stimulation is turned off. Such a straight 
line was always observed unless the stimulus 
duration was very short (less than 1.5 s) or the strip 
was in bad condition. Figure 5 shows a similar phase 
plot from another strip, together with the fitted 
straight line (see above). The intersection of the 
straight line with the force axis represents the force 
fi, which the strip would have generated if stimula- 
ted indefinitely. The intersection with the dF/dt axis 
is called U. R&W 6 shows a plot of the function ,4(t) 
versus time. The initial, rising part of the phase 
plot (Figure 5) corresponds to the ramp in Figure 6. 
The plateau in Figure 6 corresponds to the straight 
line in Figure 5, and the deviation from the plateau 
occurs when the stimulation is turned off. Figure 7 
shows the same data on a larger time scale, so that 
the linearity of the increase in A(t) can better be 
judged. The fitted function was described by the 
parameter t,, the rise time of the ramp. 
For 12 of the 19 strips in the second series, the 
correction measurements alone were used to obtain 
an impression of the time-dependence of the 
parameters. Table I shows the ranges in which the 
Figure 1 Same data as Fig. 6, but replotted on a larger time 
scale. 
Table 1 Minimum and maximum average values of 
parameters per strip 
Parameter 
Mininlum 
average 
value 
of 
parameter 
Coefficient 
of 
variation 
Maxinlum 
average 
value 
of 
parameter 
Coefficient 
of 
variation 
in,, (N) 1.2 27% 4.2 10% 
f,.o (NJ 1.5 19% 5.9 13% 
11 (N/s) 0.65 55% 1.8 15% 
t, (si 0.69 33% 1.4 19% 
Results from correction measurements only. 
Coefficient of variation = standard deviation/average x 100%. 
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Figure 8 Parameters determined from 42 correction 
measurements on one strip as a function of measurement 
number. Correction measurements were taken at regular 
intervals of 10 min (with other measurements in between), 
except for measurements 1272 and 1274 which were separated 
by an interval of 40 min. For all correction measurements a 
stimulation voltage of 20 V, repetition frequency 100 Hz, pulse 
duration 5 ms was used. 0 : Fi, (N); x: F,,,, (N); +: II (N/s). 
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Figure 9 Parameter t, as a function of measurement number 
for the measurements displayed in big. 8. 
parameters, averaged per strip, lay. Figures 8 and 9 
show typical examples of their time-dependences. 
In general, the active force F,, and the parameters 
Fiso and U decreased with time. In half’ the cases 
the parameter t, increased significantly with time, 
showing that later in the experiment the muscle 
needed more time to become fully activated. 
In 8 strips the parameter U was found to correlate 
positively with stimulation voltage, stimulus pulse 
duration and stimulus frequency. 
Figures 10, 11 and 12 show typical results for four 
strips in which length was varied. As can be seen in 
a.4 
force ,Nb 
7.2 
2.4 
Figure 10 Measured active force (x) and passive force (+) as 
functions of length. Measurements were corrected for 
spontaneous decay due to the elapse of time. Strip was 
stimulated for 4 s every ten min (with correction measurements 
in between) with stimulation voltage 20 V, repetition frequency 
100 Hz, pulse duration 5 ms. 
Figure 11 Parameters U (x) and t, (+) as functions of length. 
Same measurements as Fig. 10. 
length hn~ 
Figure 12 Parameter ~ii,, as a function of length. Same 
measurements as Fig. 10. 
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contrary was usually facilitated by the first. 
Combined phase plots were made for the pairs of 
contractions separated by the smaller time 
intervals, as shown in Figure 14. It can be seen that 
Fiso is almost identical for the 2 contractions, 
despite the obvious difference in F,,,,. The values 
for the parameters U and t, for the second 
contraction are diffkult to judge, but clearly the 
straight line part of the phase plot, if it exists, is 
much steeper for the second contraction than for 
the first. 
Figure 10, both the active and passive forces initially 
increase with length, but the active force reaches a 
maximum. Fisoy see Figure 12, shows a similar 
maximum. U and t,, see Figure 11, tend respectively 
to increase and decrease with increasing strip 
length. 
In 4 strips the stimulation duration was varied 
between 2.5 and 16 seconds. In accordance with 
Figure 4 it was found that, although the maximal 
active force was usually positively correlated with 
stimulation duration, Fi,, and U were not. 
Finally, in three strips, pairs of contractions, 
separated by a variable time interval, were 
measured. Figure 13 shows, for four series of 
measurements, on one strip with different stimulus 
durations, that the second contraction was never 
significantly lower than the first one, but on the 
Fmax 2 
Fmax 1 1 
0.8 0 0.5 s stimulation 
+ 1.6 s stimulation 
0.6 A 2.5 s stimulation 
e4 5 stimulation 
I , 
I I 1 1 I 
0.5 1 2 5 10 20 50 100 200 300 
Stimulation interval Is) 
Figure I3 Quotient of maximum active forces in two 
successive contractions as a function of the time interval 
between the contractions. Four series of measurements on one 
strip, with different stimulation durations. 
I 
. F IN) 
Figure 14 Phase plot of two successive isometric contractions 
separated by a short time interval. Muscle strip was stimulated 
for 4 s, allowed to relax for 5 s and again stimulated for 4 s. 
Stimulation parameters: 20 V, 100 Hz, 5 ms. Straight line 
fitting first contraction was fitted by computer, second straight 
line was inserted manually. 
DISCUSSION 
The force developed by smooth muscle strips in 
response to electrical stimulation depends on many 
variables. For pig bladder we have shown that, in 
our apparatus, using bidirectional field stimulation, 
optimal responses are obtained at 20 V, 100 Hz, 
5 ms stimulation. The average isometric stress 
developed was about 25000 N/m2, which is com- 
parable with the lowest values given for smooth 
muscle in the literature’4, and is about twice the 
value found for the smooth muscle from rabbit 
urinary bladdes4. Furthermore it is consistent with 
the physiological range of contraction pressures in 
the intact bladdefl. 
The three-parameter model which was used to 
describe the isometric contractions can be made 
plausible as follows. Suppose that during sti- 
mulation every muscle cell has a chance p of 
passing from the non-contractile to the conrractile 
state. (This chance might depend upon a sponta- 
neous refractory cycle.) Then the rate of change of 
the total number of contracting cells would be: 
% 
= p(N-n) (5) 
where N is the total number of cells available. 
Suppose that every contracting cell yields a given 
force& Then the total force F measured would be: 
F = 7z.f (6) 
Combination of Equations (5) and (6) yields (1) 
with Fiso = Nf and c, = -p. The linear rise in 
activation (4) from 0 up to a maximum, at the 
beginning of the stimulation period, can then be 
accounted for by a similar increase in N. This 
might for example be due to the propagation of a 
contraction wave throu 
speed. The existence o B 
h the tissue at a constant 
contraction waves in 
urinary bladder tissue has been postulated before, 
on other grounds25. Although since Hill’” 
numerous definitions have appeared for the acti- 
vity, activation, or active state of muscle, most of 
them are related to ‘the proportion of active sites 
active’21~26~27*28. Our description is compatible with 
this concept. By combination of (1) with the 
F 
hysical step function (4), then integration, the 
orm of the isometric contraction in the time 
domain can be obtained: 
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F = Fk,. ; 
F. 
+ A&. (1 -eClJl) fort < tl 5 
6 
F = Fiso + Fiso 
c,.tl . He 
cl*t(e-cl*tl -I))] fort>tl 7 
(7) 
8 
9 
This is in effect a mono-exponential description of 
the rising part of an isometric contraction, modi- 
fied to allow for a smooth initial rise in force, in 
contrast to models where tension is supposed to 
start rising sharpIf’. The smooth rise is always 
observed in practice and in the model is the result 
of using a physical step function in (4). 
In conclusion, we propose a three-parameter model 
which describes quantitatively the development of 
force during electrical stimulation of smooth 
muscle strips under isometric conditions. In the 
model, isometric contractions are described by the 
three parameters, U, I;is, and ti. Of the three, the 
parameter U is the most consistently related to the 
stimulus conditions. During the course of an 
experiment U always decreased, even when the 
maximum active force did not decrease. It always 
increased with stimulation voltage, frequency and 
pulse duration. Since the parameter U is also 
independent of the duration of the stimulus, in 
contrast to the maximum active force, it can be 
used to judge the effectiveness or intensity of 
muscle stimulation, even when the stimulation 
duration is not fixed. Clinically, the parameter U, 
as determined from isometric bladder contractions 
in patients, was shown to be correlated with the 
maximum contraction velocity of the bladde159. As 
the procedure for determining U is relatively 
simple, it can be applied to the majority of clinical 
contractions, which are too noisy for more 
sophisticated analysesiO. Therefore this parameter 
seems promising for clinical measurements of 
contractility. The second parameter, Fiso, is the 
isometric force which would have been developed 
after an infinitely long period of stimulation. The 
third parameter, t,, is not correlated with the 
parameters Fi,, and U, which probably means that 
it is related to a different stage or process in the 
excitation-contraction coupling. 
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